A rare fatal complication of bleeding immediately following polytetrafluoroethylene arteriovenous grafting in a lady with Goodpasture syndrome.
We report a 28-year-old female with no history of allergies and recent onset of Goodpasture syndrome who developed life-threatening bleeding immediately after placement of a polytetrafluoroethylene (PTFE) graft as an access for hemodialysis in the left upper limb by an experienced vascular surgeon. In spite of transfusing fresh frozen plasma, packed cells and cryoprecipitate, her prothrombin time (PT), activated partial thromboplastin time and international normalized ratio became progressively worse which were normal at the beginning of the surgery. She had profound hypotension and succumbed within 8 hours. We suspect a rare phenomenon of the interaction of her blood with the PTFE graft causing activation of bleeding and coagulation factors leading to disseminated intravascular coagulation (DIC).